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Abstract (J Korean Assoc Oral Maxillofac Surg 2014;40:50-60) 

Tooth loss is very a very common problem; therefore, the use of dental implants is also a common practice. Although research on dental implant de- 
signs, materials and techniques has increased in the past few years and is expected to expand in the future, there is still a lot of work involved in the use 
of better biomaterials, implant design, surface modification and fiinctionalization of surfaces to improve the long-term outcomes of the treatment. This 
paper provides a brief history and evolution of dental implants. It also describes the types of implants that have been developed, and the parameters that 
are presently used in the design of dental implants. Finally, it describes the trends that are employed to improve dental implant surfaces, and current 
technologies used for the analysis and design of the implants. 
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I. Introduction 

Tooth loss is very common and it can happen as a result of 
disease and trauma; therefore, the use of dental implants to 
provide support for replacement of missing teeth has a long 
and multifaceted history 1 5 . 

Statistics provided by the American Association of Oral 
and Maxillofacial Surgeons show that 69% of adults ages 35 
to 44 have lost at least one permanent tooth to an accident, 
gum disease, a failed root canal or tooth decay. Furthermore, 
by age 74, 26% of adults have lost all of their permanent 
teeth 6 . Therefore, the use of dental implants reveals that about 
100,000-300,000 dental implants are placed per year, which 
approximates the numbers of artificial hip and knee joints 
placed per year 7 . 

Research on dental implant designs, materials and tech- 
niques has increased in the past few years and is expected to 
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expand in the future 1 ' 4 8 due to the recent growth of the global 
market for dental implants and the rising in the demand for 
cosmetic dentistry. 

II. Dental Implant Evolution 

The history of dental implants can be traced back to ancient 
Egypt, where carved seashells and/or stones were placed into 
human jaw bone to replace missing teeth. Other documented 
examples of early implants are those fabricated from noble 
metals and shaped to recreate natural roots 9 . 

Dental implants have a history of several centuries start- 
ing with the early civilizations more than 2,000 years ago in 
South and North America and regions of the Middle Asia and 
Mediterranean. Archeological findings have indicated that 
these civilizations replaced missing teeth using carved stone, 
shells, bones and gold 3 ' 10 . 

Around 1930s, archaeological excavations in Honduras 
revealed that the Mayan civilization had the earliest known 
examples of dental implants, dating from about 600 AD, 
when a fragment of mandible with implants was found. The 
specimen had three pieces of shells carved into tooth shapes 
placed into the sockets of three missing lower incisor teeth. 
Later on, it was also observed that there was compact bone 
formation around two of the implants 4 ' . 

In the Middle Ages, dental implantation was performed by 
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using allografts and xenografts. However, this practice didn't 
become very popular, since it was identified as the reason for 
infectious diseases and even deaths 4 ' 10 . 

Modern dental implant history starts during World War II 
when in the years of service in the army, Dr. Norman Gold- 
berg thought about dental restoration using metals that were 
used to replace other parts of the body 12 . Later on in 1948, in 
association with Dr. Aaron Gershkoff, they produced the first 
successful sub-periosteal implant 12 . This success formed the 
foundation of implant dentistry in which they were pioneers 
in teaching techniques in dental schools and dental societies 
around the world 12 . 

One of the most important developments in dental implan- 
tology occurred in 1957, when a Swedish orthopedic surgeon 
by the name of Per-Ingvar Branemark began studying bone 
healing and regeneration and discovered that bone could 
grow in proximity with the titanium (Ti), and that it could 
effectively be adhered to the metal without being rejected 13 . 
Therefore, Branemark called this phenomenon 'osseointegra- 
tion', and he carried out many further studies using both ani- 
mal and human subjects. In 1965, he placed the first Ti dental 
implants into a 34-year-old human patient with missing teeth 
due to severe chin and jaw deformities. Branemark inserted 
four Ti fixtures into the patient's mandible, and several 
months later he used the fixtures as the foundation for a fixed 
set of prosthetic teeth 4 . The dental implants served for more 
than 40 years, until the end of the patient's life 2 4 ' 10 ' 11 ' 13 . 

Branemark published many studies on the use of Ti im- 
plants, and between 1978 and 1981, he cofounded a company 
for the development and marketing of dental implants. Brane- 
mark' s discovery had such a profound impact in dentistry 
that to the present day, over 7 million Branemark System 
implants have now been placed and hundreds of other com- 
panies produce dental implants 11 ' 13 . 

In May of 1982, Branemark presented the results of his 15 
years of human and animal research at the Toronto Confer- 
ence on Osseointegration in Clinical Dentistry, and shortly 
after the conference, researchers from the United States were 
trained in Branemark' s methods in Sweden 4 ' 14 . 

In 1982, the US Food and Drug Administration approved 
the use of Ti dental implants, and in 1983, Dr. Matts Anders- 
son developed the Procera (Nobel Biocare, Zurich, Switzer- 
land) computer-aided design and computer-aided manufac- 
turing (CAD/CAM) method of high precision, repeatable 
manufacturing of dental crowns 15 . Recent progress in the past 
century has focused on materials and techniques to improve 
quality and anchorage 16 ; and after the mid-1980s, other im- 



portant developments in dental implantology have been fo- 
cused in the esthetic restorations 4 . 

The development of modern ceramics started in 1992; and 
from that time on, dental implant companies, have incorpo- 
rated ceramic surface treatments and ceramic-like elements to 
implants with the purpose of further enhancing osseointegra- 
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tion . 

Today, approximately 450,000 osseointegrated dental 
implants are being placed every year, with an expectation 
of 95% success rate (in the case of single tooth replacement 
with an implant supported crown), with minimum risks and 
associated complications 4 . 

III. Types of Dental Implants 

There are have been four main types of dental implant de- 
signs that have been developed and used in clinical dentistry, 
including a subperiosteal form, blade form, ramus frame, and 
endosseous form 17 . However, the large scope of this review 
will focus on endosseous implants which are the most used in 
dentistry today. 

Endosseous dental implants are typically screw-shaped, 
inserted into either the maxilla or mandible, and serve to 
replace the tooth root. Typically, dental implants are made 
out of grade 4 commercially pure Ti because it is corrosion 
resistant and stronger than other grades. However, Ti alloys, 
mainly Ti6A14V, are also used since it is stronger and more 
fatigue resistant that pure Ti 18 . In bulk form, endosseous im- 
plants largely differ by the overall shape of the implant (e.g., 
tapered versus cylindrical) and macro-topography. Several 
parameters in the design of endosseous implants affect sur- 
vival rates of implants, including: body shape, size, chemical 
surface composition, and topographical features among other 
factors. 

1. Macro features of endosseous implants 

Dental implants are designed to achieve primary mechani- 
cal stability and to promote a strong bone-implant interaction 
over time through osseointegration 19 20 . For endosseous im- 
plants, there are three major macro-aspects: 1) screw threads, 

2) solid body press-fit designs (cylindrical, conical), and/or 

3) porous-coated designs 21 ' 22 . Each configuration affects the 
long-term biomechanical properties at the bone-implant inter- 
face and they largely determine success or failure of the im- 
plant. Bone adapts to stress concentrations from the implant 
interface by inducing either hypertrophy or atrophy 23 ' 24 . Thus, 
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an optimal shape will allow for equal distribution of stress to 
the surrounding bone matrix and to promote bone growth. 

Screw thread type implants are the most popular type of 
root implant due to their proven success 25 and great initial re- 
tention strengths 9 . Several parameters in the thread design af- 
fect the success of the implant, including thread pitch, thread 
height, and thread configuration (v-shaped, square-shaped, 
etc) . It should be noted that cortical bone is not significantly 
affected by the shape of the implant 26 . However, the behavior 
of trabecular bone is greatly influenced by the shape of the 
threads 26 . 

Thread pitch is the distance from the center of one thread 
to the center of the next thread. Pitch predominantly plays a 
role in determining available surface area for bone interaction 
and is thus an important design parameter 9 . For a fixed length 
screw, the lower the pitch, the more threads there are avail- 
able. Chun et al. 27 showed that by decreasing pitch length, 
maximum effective stresses decrease, thus indicating that less 
stress exposed to bone is required to hold the implant stable. 
From the same study, it was shown that increasing the length 
of the implant decreased the maximum effective stress. In a 
similar 2-dimensional finite element analysis (FEA) by Mo- 
toyoshi et al. 28 , a decrease in pitch resulted in a decrease of 
maximum effective strength. However, the influence of stress 
distributions as a result of pitch were unclear. 

As reviewed by Geng et al. in 2004, there are four com- 
mon thread configurations: v-thread, thin-thread, reverse 
buttress, and square thread. Using FEA, Geng et al. 29 showed 
that truncated v-thread (0.1 mm width thread apex) and a 
large square thread (0.36 mm thread width) designs are ben- 
eficial in dissipating stresses evenly and that thin thread type 
forms (0. 1 mm width) should be avoided due to large stress 
concentrations in bone. However, other FEA studies suggest 
that thread profiles do not affect von Mises stress distribu- 
tions in bone 30 . In an animal study, square thread implants 
outperformed v-thread and buttress designs in bone-to- 
implant contact and torque removal after 12 weeks 31 . 

Among the various parameters, screws can be self-tapping, 
thus negating the need to drill pilot holes. However, it was 
reported that the initial stability of non-self-tapping implants 
was greater compared to self-tapping implants of the same 
material using polyurethane blocks to simulate bone with res- 
onance frequency analysis 32 . This is thought to be attributed 
to greater surface area available on non-self-tapping screws 
due the availability of more threads 32 . 

There is great debate in the optimal overall shape of the 
implant (i.e., threaded versus smooth). As previously stated, 



initial mechanical stability largely determines the success 
of an implant. As such, mechanical considerations must 
first be taken into account to minimize micromovement of 
the implant once loaded 20 . In comparing threaded cylindri- 
cal implants versus threaded conical implants, Kim et al. 3 
found that the primary stability of conical implants is greater 
than cylindrical implants. However, the results of this canine 
study showed that cylindrical implants had higher success 
rates, though they it was not significantly different 33 . Conical 
implants were thought to cause over compression on the sur- 
rounding bone matrix, thus causing biological damage . In 
an animal study, comparing threaded Ti implants, threaded 
hydroxyapatite coated Ti implants, and smooth Ti implants, 
threaded implants outperformed smooth implants with sur- 
vival rates of 95.5% to 75.4%, respectively 25 . 

2. Implant-abutment connection 

The implant-abutment connection can be thought of as 
the head of the implant; the function of the connection is to 
provide a means to apply torque to screw the body of the 
implant into bone and to provide a second-stage connection 
for the abutment 3 . There are 2 basic forms of the connector 
consisting of either an internal or external connector which is 
typically hex shaped. In both cases with respect to coupling, 
the head must prevent rotation of the abutment and allow for 
the use of interchangeable parts in the case that a component 
needs to be replaced 35 . Originally, the external hex connec- 
tor was developed but was redesigned so that it could with- 
stand higher occlusal forces and minimize micro-movement 
between the implant and the abutment since this interface 
determines joint strength 35 . Internal hex implants were then 
developed to increase stability between the implant and abut- 
ment. 

IV. Implant Requirements and Desgin 

Since the use of dental implants has a long history, there 
are many factors that have been recognized as critical for the 
successful performance of the implants 8 . One of the most im- 
portant factors is biocompatibility; which not only involves 
compatibility of the material with the tissue but its ability 
to perform a specific function. Therefore, this property is 
not dependent just on the physical, chemical and mechani- 
cal properties of the material, but also by the application in 
which the material is used. In the case of dental implants, the 
biocompatibility of materials is evaluated by studying the di- 
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Fig. 1. Factors that affect osseointegration. 
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rect interactions between the implant and the tissues, which is 
a measurement of the degree of osseointegration 1 2 ' 36 . In order 
to improve osseointegration; therefore long-term success of 
the implants, the following variables are critical and should 
be considered in the design of dental implants include bio- 
materials composition, implant width length and geometry, 
biomechanical factors, surface characteristics, medical status 
of the patient, bone quality and surgical technique 4 8 37 . (Fig. 1) 

1. Biomaterials 

The biomaterials used for manufacturing dental implants 
include metals, ceramics, carbons, polymers, and combina- 
tions of these. Polymers are softer and more flexible than 
the other classes of biomaterials. They also present with low 
mechanical strength, which makes them prone to mechanical 
fractures during function under high loading forces. Poly- 
meric materials were reported to have very little application 
in implant dentistry and were only used to fabricate shock- 
absorbing components placed between the implant and the 
suprastructure 37 . 

Ti, including alloy Ti-6A1-4V (Ti-6 aluminum-4 vana- 
dium), is the first modern material used for dental implants, 
and it is still one of the most used in contemporary dental im- 
plants. Commercially pure Ti is a light metal with excellent 
biocompatibility, relatively high stiffness and high resistance 
to corrosion 8 37 . However, when exposed to air, a surface ox- 
ide is formed and this layer of oxide determines the biological 
response 2 . This oxide layer is a dynamic interface that acts as 
platform for the apposition of bone matrix 37 . 

Other metals have been used for osseointegration, including 
zirconium, gold and Ti-aluminum-vanadium alloys. These al- 
loys may strengthen the implant but have been shown to have 
relatively poor bone-to-implant contact'. 



Bioceramics such as hydroxyapatite are also used because 
although their low strength, excellent biocompatibility, and 
capacity to integrate with hard tissue and living bone 8 . Be- 
sides their brittle nature, hydroxyapatite, tricalcium phos- 
phate, and aluminum oxide ceramics are currently used as 
plasma-sprayed coatings onto a metallic core 37 . This results 
in union of the implant with the host tissue 1 . 

2. Implant design 

A wide variety of different sizes and shapes of implants 
have evolved to fit current surgical concepts and improve pa- 
tient treatment. Continuous research has revealed that subtle 
changes in shape, length, and width of the implants could 
influence success rates 2 ' 9 . 

1) Length 

Implant length and diameter have an influence on the 
stress distribution at the bone-implant interface, as well as 
on success rates 38 . Implant length is the dimension from the 
platform to the apex of implant 9 . Implant length varies from 
6-20 millimeters. The most common length employed are 
between 8-15 millimeters 2 . Research in implant dentistry has 
shown that longer implants guarantee better success rates and 
prognosis; and that shorter implants have statistically lower 
success rates due to reduced stability, which can be explained 
in terms of less bone to implant contact and smaller implant 
surface 25 ' 9 . However, short or narrow implants are preferred 
for the prosthetic solution of the extremely resorbed alveolar 
bone areas 5 ' 39 . 

2) Diameter 

The diameter of the implant is measured from the widest 
point of a thread to the opposite point on the implant and 
typically ranges from 3 to 7 mm; although narrower diameter 
implants can be used in small spaces 2 ' 5 ' 9 . For clinical applica- 
tions, physicians select implant diameter depending on the 
patient's bone quantity and quality to yield optimal stability 
and to prohibit over-instrumentation. For example, wider 
implants allow for interaction with a larger amount of bone 9 . 
Ivanoff et al. concluded from animal studies that larger 
diameter implants are more stable 5 ' 9 in removal torque tests, 
and that they may be more useful in the clinical setting since 
there is a larger contact area with cortical bone. In addition, 
it has been shown in mechanical simulations that larger di- 
ameter implants can resist larger vertical loads 41 . Using FEA, 
it was determined that the implant diameter was much more 
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important in stress dissipation than implant length, especially 
in cortical bone 42 , though other groups have reported that the 
length of the implant was more important in controlling stress 
distribution in the cancellous bone 43 . Based off of the litera- 
ture, implant lengths ranging from 8 mm to 12 mm are used 
clinically. 

3) Geometry 

One of the main concerns in terms of design is the shape 
of the implant, since the geometry affects the interaction be- 
tween the bone and implant, the surface area, the distribution 
of forces to the bone and the stability of the implant 1 . There- 
fore, commercial dental implants are classified into different 
groups according to their shape. The main types of implants 
are cylindrical, conical, stepped, screw-shaped, and hollow 
cylindrical. Several studies revealed that conical implant 
surfaces or surfaces with geometric discontinuities resulted 
in higher stresses than smoother shapes such as cylindrical 
or screw-shaped 1 ' ' . For this reason, the cylindrical screw 
threaded implants are the most commonly used 1 . 

4) Threads 

As mentioned before, threads are incorporated into im- 
plants in order to improve initial stability, enlarge implant 
surface area, distribute stress favorably 36 while minimizing 
the amount of extreme adverse stresses to the bone-implant 
interface 3944 . The thread profile is characterized by the depth, 
pitch (number of threads per unit length) 9 , flank angle, the 
top radius of curvature, and the straight part at the bottom of 
the thread 1 . Different modifications in thread patterns such as 
microfhreads near the neck of the implant, macrothreads on 
the mid-body, and variety of altered pitch threads have been 
employed to accentuate the effect of threads and induce a de- 
sired biomechanical behavior 36 . 

3. Biomechanical factors 

Dental implants are primarily anchored in bone by means 
of mechanical interlocking 1 ; therefore, implant stability is 
considered to play a fundamental role in successful osseo- 
integration. It has been found an implant failure rate of 32% 
for implants with inadequate initial stability 36 . As mentioned 
above, major contributors to dental implant stability are the 
design parameters such as length, diameter, geometry and 
threads have important effects on biomechanical stability, 
load transfer mechanisms and either success or failure of im- 
plants 9 . Other factors that affect the stability are the material 



properties and the quality and quantity of surrounding bone ' . 

Masticatory forces acting on dental implants can also result 
in undesirable stress within the surrounding jawbone, and this 
can cause bone rejection and eventual failure of the implant 8 . 
Moreover, bone resorption can be activated by surgical trau- 
ma or bacterial infection, as well as by the design parameters 
used 43 . 

4. Surface characteristics 

When a material is placed in the body, there will be a 
biological response that will be mediated by the interaction 
of the implant through its surface. Micro-level features are 
included to impart osseointegration or direct bone to implant 
contact at the micro level 21 . 

At the points of contact between cells and biomaterials 
there is an exchange of information leading to activation of 
specific genes and remodeling. The first step in this response 
involves the adsorption of specific proteins, lipids, sugar, 
and ions that can activate cells mechanisms to induce either 
acceptance or rejection of the implant by determining which 
and how many cells populate the surface 1 ' ' . 

Therefore, a high percentage of bone-implant contact is 
necessary to create sufficient anchorage of the implant, which 
is a determinant factor in osseointegration 37 . Two of the most 
important factors that affect the quality and speed of osseoin- 
tegration are the physical and chemical nature of the surface 
of the implant. These properties also have an effect on the 
maintenance of soft tissue and surrounding bone around the 
implant 28 . 

In order to increase the success rate of dental implants, re- 
search has focused on the control of surface properties such 
as morphology, topography, roughness, chemical composi- 
tion, surface energy, residual stress, the existence of impuri- 
ties, thickness of Ti oxide film, and the presence of metallic 
and nonmetallic compounds on the surface 1 . These properties 
profoundly influence the osseous and tissue response to the 
implant by either increasing or decreasing healing times and 
osseointegration 37 . Research has shown that osteoblastic cells 
adhere more quickly to rough surfaces than to smooth surfaces 1 . 
This property can also produce orientation and guide locomo- 
tion of specific cell types and has the ability to directly affect 
cell shape and function 37 ' 47 . 

There are two broad types of chemical alterations: 1) ad- 
dition of inorgainic phases (e.g., hydroxyapatite or calcium 
phosphates) and 2) addition of organic phases (growth fac- 
tors) 48 . In both cases, the goal is to impart direct bone to 
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implant contact. The addition of inorganic phases such as 
calcium phosphates imparts osteoconductive properties to 
the implant 49 . Coating Ti implants with calcium phosphates 
increases the speed at which bone formation occurs and also 
serves to span a gap between bone and the implant 50 ' 51 . Ti im- 
plants are typically coated with hydroxyapatite using plasma- 
spraying to form an inorganic film. Though this coating 
serves to increase osteoinduction, the bond between the film 
is a limiting factor in the efficacy of inorganic coatings; the 
micron-sized film can delaminate or loosen and release large 
particles, causing implant failure 18 . Secondly, the addition of 
organic molecules or bioactive molecules also influences the 
surrounding cells 1 ' 18 ' 45 ' 46 ' 52 ' 53 . For those reasons most commercial 
dental implants have a microroughened surface (0.5-1 fJ-rn) 7 ' 5 
obtained by techniques such as grit-blasting and/or acid- 
etching 54 . 

Although many studies have demonstrated the importance 
of roughness in osseointegration, there is no standard for the 
roughness of dental implants'. However, many animal stud- 
ies support that bone ingrowth into macro rough surfaces (2-3 
fim) enhances the interfacial and shear strengths. Surface 
roughness can also induce orientation and guide locomotion 
of cells and has the ability to directly affect cell shape and 
function 7 . 

To increase the surface roughness, the following methods 
have been described. 

1) Machining 

The surface is manufactured and then, implants are subject 
to cleaning, decontamination, passivation and sterilization; 
but there is not subsequent finishing, meaning that the surface 
is untreated 1 ' 2 . 

2) Plasma spraying 

This is one of the most common method in which pow- 
ders of different substances (e.g., Ti or calcium phosphates) 
are heated to high temperatures and then are projected onto 
roughened implant surfaces to form coatings between 30 ixm. to 
50 (im thick 55 . This technique imparts a rough surface with 
an average roughness of 7 ^m 18 and increases the surface 
area of the implant up to 6 times the initial surface area 2 ' 7 ' 18 ' 56 . 
Although thickness of the coating depends on particle size, 
speed and time of impact, temperature, and distance from the 
nozzle tip to the implant surface area 37 , it normally ranges 
from 10-40 ftm for Ti and 50-70 (im for HA 18 , improving the 
osseointegration process over uncoated implants. However, 
studies have shown that these coatings may be partially dis- 



solved/resorbed after long periods in use 1 ' 56 . Plasma-sprayed 
coatings can increase the mechanical fixation of implants 
in vivo 51 , however Ong et al. 58 concluded that Ti plasma 
sprayed and hydroxyapatite plasma sprayed implants were 
only beneficial in the initial healing period. It should also be 
noted that the interface between the coating and the implant 
is limiting factor in the success of plasma-sprayed implants. 
Delamination or resorption of the coating can cause a loss of 
mechanical integrity and adverse biological reactions such as 
periimplantitis 48 ' 58 . 

3) Machine grit-blasting 

This is one of the most frequently methods of surface 
alterations, in which the implant surface is roughened by 
projecting hard particles (alumina or Ti0 2 ) at high velocities 
at implants to alter the surface roughness 2 ' 18,37 . Roughness de- 
pends on particle size, time of blasting, pressure and distance 
from the source of particle to the implant surface. The main 
advantages of this technique is that it improves adhesion, 
proliferation and differentiation of osteoblasts. On the other 
hand, one of the major disadvantages is that particles are left 
on the surface after blasting 1,7,56 . Grit blasted Ti implants to 
a roughness of 1.5 //m have shown to exhibit a greater bone 
response as determined by removal torque when compared to 
turned implants, though it is difficult to determine if blasted 
surfaces are advantageous based off clinical studies 39 . 

4) Acid-etching 

This technique consists on increasing the thickness of the 
oxide layer and the roughness by immersing the metallic 
implant into an acidic solution (HC1 or HF) which erodes the 
surface producing micro pits with sizes ranging from 0.5-2 
fim" 1& . The factors that determine the result of the chemical 
attack are the concentration of the acidic solution, time, and 
temperature of the process 37 . The major advantage of the acid 
treatments is that they provide homogeneous roughness, in- 
creased active surface area and improve cells adhesion, and 
therefore rapid osseoinegration 1 . Modifications of the tech- 
nique have been proved to induce higher adhesion of cells 
and expression of genes involved in the promotion of osseo- 
integration. Among this modifications, we find the dual-acid 
etched technique and sandblasted and acid-etched method 
(sand-blasted, large grit, acid-etched) 2 ' 756 . Acid etched im- 
plants have been seen to have a higher implant stability quo- 
tient compared to machined screws using a polymer to simu- 
late bone 60 . As reviewed by Wennerberg and Albrektsson 59 , 
etched surfaces with roughness of 0.6 jum to 0.9 fim have 
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significantly higher removal torque values and in most cases, 
a higher bone in contact area when compared to machine grit 
blast implants and machine turned controls. 

5) Anodization 

It is an electrochemical process where the implant is im- 
mersed in an electrolyte while a current is applied, resulting 
in micropores of variable diameter and an increase of the 
oxide layer 1 ' 2 ' 7 ' 18 . Main advantages of anodization technique 
include improved biocompatibility, increased cell attachment 
and proliferation 7 . 

6) Laser treatment 

Although peri-implantitis has been commonly treated with 
systemic administration of antibiotics, the success has been 
limited due to resistant strains of bacteria and ineffective 
antibiotic dosages 61 . Dental lasers have become popular for 
sterilization and cleaning of implant surfaces 62 . It is believed 
that the decontamination of the implant is caused by the 
physical properties of the laser energy and its interaction with 
tissues, due to reflection, scattering, transmission, absorption 
and slight temperature elevation 61 ' 63 . Other technique, laser 
peeing consists on surface bombardment with small spherical 
particles that causes small indentations or dimples using a la- 
ser beam striking a protective layer on the metallic surface 64 . 

7) Coating 

Dental implants can be coated with a variety of materi- 
als and/or molecules depending on the specific application 
and requirements. One example includes coating the surface 
with calcium phosphates to produce bioactive surfaces that 
enhance bone-to-implant contact 2 ' 6 . It is known that fluo- 
ride ions can lead to increased calcification of the bone, and 
for this reason, dental implants have also been coated with 
fluoride ions 1 . Moreover, since osteoblasts recognize spe- 
cific molecules it is possible to coat implant surfaces with 
immobilized molecules to improve cell attachment, protein 
deposition and mineralization. These immobilized molecules 
include amino acid sequences (arginine-glycin-aspartic acid, 
or RDG), vitronectin, collagen, functional groups, pharmaco- 
logical substances (biophosphonates) 45 ' 46 , and antimicrobial 
agents (e.g., tetracycline) 7 . 

5. Medical status of the patient 

In healthy patients, the success rates most dental implants 
range between 90%-95% at 10 years 65 , and although many 



design factors play an important role on implant success, 
clinical studies demonstrate that patient's health conditions 
and bone quality are important determinants of dental implant 

,2,66 

survival . 

In general, systemic risk factors can increase the risk of 
treatment failure or complications, but very few absolute 
contraindications to dental implant treatment are defined 65 ' 66 . 
Conditions that increase the risk of failure include but are 
not limited to smoking and endocrine disease (tooth and 
implant loss related to vasoconstriction and tissue hypoxia), 
osteoporosis (reduction in alveolar bone density and mass 
due to the altered bone metabolism), microbial and immune- 
inflammatory factors, cardiovascular disease, myocardial 
infarction, cerebrovascular accident, severe bleeding issues, 
and chemotherapy 65 66 . Nonetheless, it has been suggested 
that the degree of disease-control may be more important that 
the nature of the systemic disorder itself, and careful evalua- 
tion of the patient must be done before starting the treatment 
with dental implants 65 ' 67 . 

6. Bone quality 

Although dental implants are a very common and well 
known technique, failures of up to 10% are still encountered. 
In general, these failure rates have been associated with poor 
bone quality and/or quantity 36 ' 68 which leads to poor anchor- 
age and stability of the implant 69 . 

Bone quantity relates to the degree of bone density present. 
Although bone quality can improve around a functional os- 
seointegrated dental implant due to the positive bone stimu- 
lation, the more bone that is present at an implant site, the 
better the possibility for implant success. On the other hand, 
bone quality can be described by factors other than bone den- 
sity such as skeletal size, the architecture and 3 -dimensional 
orientation of the trabeculea, matrix properties, mineraliza- 
tion, and structure. Bone quality is categorized into four 
groups according to the proportion and structure of compact 
and trabecular bone tissue 68 ' 70 .(Table 1) 

Several approaches such as densitometric measurements, 
dual energy X-ray absorptiometry, computer tomography (CT) 
and dental cone-beam CT have been used to measure jaw- 
bones density 68 . Most literature reviews present some indica- 
tion of positive correlation between primary stability of dental 
implants and bone density of receptor site. As the bone den- 
sity increases, the primary stability of implants also increases, 
but a complete assessment of the patient has to be done and 
the decision of treatment is subject to the specialist opinion 70 . 
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Table 1. Bone quality categories and possible outcomes after implantation 61 



Bone quality category 



Type 



Possible outcomes after implantation 



I: Homogeneous cortical bone 

II: Thick cortical bone with marrow cavity 

III: Thin cortical bone with dense trabecular bone of good strength 
IV: Very thin cortical bone with low density trabecular bone of 
poor strength 



Dense bone, which provides great cortical anchorage, but limited vascularity. 
The best bone for osseointegration of dental implants. It provides good cortical 
anchorage for primary stability, yet has better vascularity than Type I bone. 
Has the least success, but better than type IV bone. 

Higher chance of failure compared with the other types of bones. Often found 
in the posterior maxilla. 
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7. Surgical technique 

Dental implants have been used as a solution for close to 
a half century, and although there are many indications for 
practitioners in terms of procedures, there are multiple dif- 
ferent implant systems on the market that require the own 
judgment of the specialist 71 . There are few guidelines that 
describe when or where to use the different types of implants 
available 9 . Therefore, specialists are trained on the safe and 
successful placement and maintenance of dental implants, 
associated risks, benefits and alternatives, and the ability to 
quickly recognize and treat all of the various potential com- 
plications 72 . 

V. Current Implant Design Trends 

1. Finite element analysis 

Failure of implants is a relatively common problem, and 
there is a need of analysis of the abutments 39 . FEA is becom- 
ing a common method in implant dentistry that allows engi- 
neers/scientists to study jawbone and implant properties, and 
bone-implant interface as well as to understand how to im- 
prove implant design in order to function within physiologi- 
cal acceptable limits. FEA consists on a computerized three- 
dimensional model that has been extensively used to predict 
the characteristics of stress distribution in bone surrounding 
implants, which are influenced by both the implant dimen- 
sions and the biomechanical bond formed between the bone 
and the implant 37 ' 38 ' 43 . 

2. Computer-aided design and computer-aided 
manufacturing technology 

Implants and abutment fabrication has and continues to 
undergo significant metamorphosis, and since nowadays, 
complicated shape implants and abutments are used, CAD/ 



CAM techniques are being implemented. The advantages of 
the technique are accuracy and less time required for manu- 
facturing the parts 39 ' 73 . 

3. Micro casting 

Using a metal melt which is cast into a micro structured 
mold, the micro casting technique enables the manufacture 
of small structures and complex geometrical details in the 
micrometer range. The advantages are relatively low cost and 
scalability from single items to large numbers of identical 

39 

items . 

4. Electron microscopy 

Sometimes, it is important to study the effect of the phase 
composition of the surface oxide layer. However, since the 
oxide layer is very thin and many of the techniques are used 
for flat surfaces, analyzing complex geometry implants with 
increased surface roughness becomes a difficult task. Micros- 
copy techniques such as high resolution transmission electron 
microscopy allows accurate measurements of the lattice pa- 
rameters as well as analysis of the microstructure and grain 
sizes of the surface layer. In addition, electron diffraction 
can be used for phase identification on nanoscale features. 
Electron backscattering diffraction detection using scanning 
electron microscopy allows electron diffraction analysis of 
surface films without extensive sample preparation 46 . 

5. Nanotechnology-based implants 

Nanotechnology approaches require novel ways of ma- 
nipulating matter in the atomic scale. Currently, extensive 
research on techniques to produce nanotechnology-based im- 
plants are being investigated 74 . Nanotechnology-based trends 
for dental implants consist on surface roughness modification 
at the nanoscale level to promote protein adsorption and cell 
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adhesion, biomimetic calcium phosphate coatings, and the in- 
corporation of growth factors for accelerating the bone heal- 
ing process 18 . 

Most attempts to get nanoroughness have used processing 
methods like lithography and surface laser-pitting, but only a 
few studies have reported modifications to the roughness as 
well as the chemistry at the nanometer scale in a reproducible 
manner. Other technique is the deposition of nanoparticles 
like biomimetic calcium phosphate, alumina, titania, zirco- 
nia 18 ' 75 , and other materials to coat Ti surfaces 56 74 . The surface 
of Ti dental implants can also be coated with bone-stimulat- 
ing agents such as growth factors (transforming growth fac- 
tor-/?, bone morphogenefic proteins [BMPs], platelet-derived 
growth factors and insulin-like growth factor [IGF]-1 and 2) 
and antiresorptive drugs (biophosphonates) in order to en- 
hance the bone healing process locally 18 ' 7 . In one study, a Ti 
machine smooth implant was compared to a Type-1 collagen 
coated Ti implant and a Type-1 collagen-BMP-2 coated im- 
plant 77 . The results of this animal study showed greatest peri- 
implant bone formation within the grooves of the endosseous 
screw for the collagen-BMP implant when compared to the 
collagen-coated implant. In this example, both collagen and 
BMP-2 serve as bioactive molecules. In addition to adding 
biomolecules which promote bone growth, molecules such as 
biophosphonates which prevent bone resorption may also be 
added. 

In terms of surface modification at the grain boundaries 
level, one approach involves the physical method of com- 
paction of nanoparticles of Ti0 2 versus the compaction of 
micron-level particles to yield surfaces with nanoscale grain 
boundaries 18 74 . Other interesting approach is the process of 
molecular self-assembled monolayers which are formed by 
the spontaneous positioning of molecules on the surface, ex- 
posing only the end-chain group(s) at the interface which can 
have osteoinductive or cell adhesive molecules such as RGD 
domains 74 . 

6. Functionally graded materials 

As described by Mehrali et al. 78 in 2013, the suitable design 
of porous bone with a porosity gradient from a dense, stiff 
external structure (the cortical bone) to a porous internal one 
(the cancellous bone), and with an adequate degree of inter- 
connectivity exhibits that functional gradation is applied by 
biological adaptation. Therefore, functionally graded materi- 
als (FGMs) are gaining attention in dental implant applica- 
tions. FGM is a heterogeneous composite material including 



a number of constituents that exhibit a compositional gradient 
from one surface of the material to the other subsequently, 
resulting in a material with continuously varying properties 
in the thickness direction. This design creates an optimized 
mechanical behavior and improves biocompatibility and os- 
seointegration 78 . 

VI. Conclusion 

With a long history of dental implantology and ever since 
modern dental implants were introduced more than 40 years 
ago, the development of the ideal implant has been a major 
research subject in the field, thereby changing the practice 
of implant dentistry. Through research, dental implant tech- 
nology has been constantly improving in the recent years, 
providing patients with unparalleled levels of effectiveness, 
convenience, and affordability. 

Several design parameters have been evaluated and many 
designs have also been tested. Although design and implanta- 
tion requirements such as biomaterials, biomechanical behav- 
ior, geometry of the implant, medical condition of the patient, 
and bone quality have been defined, it is still necessary to 
further evaluate and understand the correlation of those vari- 
ables in the long term success of the dental implant. As such, 
more research on better dental implant materials, design 
parameters, surface treatment technologies and analysis tech- 
niques is still required to improve the outcomes. 
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